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Abstract—Tactile feedback plays an important role in hand
manipulation, especially in the grasping process which is one
of the major functions of the hand. However, few commercially
available prosthetic hands or hand motor function rehabilitation
systems are equipped with tactile feedback. The absence of
suitable tactile feedback modules leads to an inferior rehabil-
itation performance with a large burden on user training and
compromised usability. Thus, it is challenging and essential to
integrate a proper tactile feedback module with the existing hand
rehabilitation systems to achieve a better control performance
and accelerate the rehabilitation process. This paper focuses on
the implementation and evaluation of the electrotactile feedback
enhanced rehabilitation system. A virtual hand rehabilitation
platform is proposed comprising an sEMG acquisition module,
an electrotactile stimulation module, a virtual environment with
sEMG-driven human-like hand and numerical feedbacks of
grasping force and fingertip deformation, where a closed-loop
control is formed. Three different feedback conditions including
visual feedback, electrotactile feedback and no feedback are
compared based on the proposed platform. Experiments were
conducted on ten able-bodied subjects, and multiple quantitative
metrics for the rehabilitation performance evaluation including
training burden estimation and success rate of tasks were
adopted. Results indicate that the integration of electrotactile
feedback is helpful to both reduce the rehabilitation duration and
improve the virtual grasping success rate in comparison with the
no feedback condition while possessing a better practicality over
visual feedback.
Note to Practitioners: Abstract—This paper is motivated by
the problem of hand grasp control for rehabilitation purposes,
but it also applies to other hand motor function rehabilitation
process. Existing hand motor function rehabilitation approaches
generally lack a proper feedback and rely on the heavy burden
during user training and the users experience. This paper
suggests incorporating electrotactile feedback to improve the
efficiency and efficacy of the rehabilitation process. The electrical
stimulation is driven by the myoelectric-sensing-based force
estimation and encoded in a manual scheme to fit each individual
involved. In our work, a virtual hand rehabilitation platform is
implemented to verify the feasibility of electrotactile feedback
in reducing the burden of user training and improving the
rehabilitation performance, which allows the expanding of the
current system into a broader spectrum of motor function
rehabilitation applications. Experiments on able-bodied subjects
suggest that the electrotactile feedback in the proposed virtual
hand rehabilitation platform is feasible, but it has not been
tested on the limb-impaired subjects and confined to a manual
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encoding of electrical stimulation. In future research, the design
of a general electrotactile feedback enhanced hand rehabilitation
platform with a standardised stimulation parameter optimisation
will be addressed and further validated on the subjects with limb-
impairments and amputation.
Index Terms—Electrotactile feedback, hand rehabilitation, vir-
tual environment, sEMG.
I. INTRODUCTION
TACTILE sensation of the human hand is important for theexploration and interaction with an environment involv-
ing a large variety of tasks, ranging from basic grasps to com-
plex operations of sophisticated instruments. For transradial
amputees, the loss of sensations and motor functions due to
the amputation can inevitably deteriorate the quality of life and
make an individual feel less capable and more dependent [1].
Even if equipped with hand prostheses, transradial amputees
still face to huge obstacles in the process of rehabilitation and
some situations where fine-force control is necessary due to the
absence of tactile feedback [2], which leads to a high rejection
rate from prosthesis users. Thus, it is expected to integrate
tactile feedback with hand prostheses to improve the user
experience and prosthesis performance. Apart from this, tactile
feedback has also been reported to be effective on alleviating
phantom pain, reducing muscle fatigue and enhancing a sense
of body ownership [3][4], which motivates the research in
biomedical engineering [5], and the achievements can be
further applied to virtual reality [6][7], robotics [8][9][10], etc.
To close the loop of prosthesis control by tactile feedback
is an important academic topic in the area of upper-limb re-
habilitation. Studies mainly investigated the impacts of tactile
feedback on the self-embodiment and prosthesis performance.
On one hand, it was revealed that tactile feedback did help
to generate a sense of body ownership and improve the
user experience [11][12][13][14], and it was something that
amputees wanted in their prostheses [3][15]. On the other
hand, the opinion of tactile feedback on improving prosthesis
performance is still a matter of controversy. Most studies
concluded that the integration of tactile feedback improved the
performance of prosthesis manipulation [16][17][18], although
there were some studies showing an improvement only with
certain conditions or users, or even little difference when
compared with the non-feedback condition [19]. In some
cases, clinical therapists claimed that amputees with only
visual and audio feedback could acquire comparable prosthetic
2grasping performance with the performance of a closed-loop 
condition if the rehabilitation/training process was adequate 
enough. However, the time-consuming rehabilitation/training 
process may cost several weeks, months or even more than 
one year [20][21] and also cause a great load of the cognitive 
burden not only during the training stage but also in practical 
use.
Also, the clinical applications of tactile feedback in reha-
bilitation are still limited, although some efforts have been 
devoted to the device development and exploring the impact 
of tactile feedback [22][23]. Few of the commercial hand 
prostheses provide tactile feedback, neither the rehabilitation 
system for their users. Consequently, prosthesis users have 
to rely on some indirect cues (e.g. vision, motor sound and 
the prosthesis velocity of closing) to compensate the lack of 
tactile feedback in the prosthesis manipulation [3][24], which 
requires continuous visual or auditory attention and increase 
the cognitive burden. Thus, it is expected to take measures 
to shorten the rehabilitation duration and reduce the cognitive 
burden during the following daily use.
Virtual environments, as a promising therapeutic training 
tool, can provide an immersive and enjoyable treatment display 
for upper limb rehabilitation [25] and act as a flexible platform 
that can be customised to meet the individual needs [26]. 
Especially for circumstances requiring fine-control, such as 
grasping eggs, people can practice in a virtual environment 
without creating any waste or causing any damage. Together 
with tactile feedback, the virtual environment can provide 
an enriched training environment and enhance the sense of 
interactivity [27], which may boost the user’s involvement and 
perceptive capability for a better rehabilitation performance. 
Some efforts have been made to apply tactile feedback to hand-
related tasks in virtual environments. An array electrode of 15 
stimulation levels was proposed to compare the performance of 
two coding schemes on the control of the prosthesis grasping 
force. A simplified gripper was employed in a visual interface, 
which was not as flexible and interactive as a human-like hand 
[28]. Additionally, tactile feedback was utilised to enhance 
virtual reality experience [27] and reduce phantom pain [6], 
however, the impact of tactile feedback on hand rehabilitation 
process based on virtual reality has not been investigated.
To investigate the impact of tactile feedback on the per-
formance of grasping control, an sEMG-driven virtual re-
habilitation platform integrated with a portable electrotactile 
stimulator is established. The grasping performance with elec-
trotactile feedback is compared with that in conditions of 
visual feedback and non-feedback. The main contributions 
of this study are: 1) establishing a integrated rehabilitation 
platform for hand function recovery, which includes an sEMG 
(surface electromyography) processing device, virtual grasping 
environment and an electrotactile stimulator; 2) confirming 
that the integration of tactile feedback is helpful to reduce 
the rehabilitation time and improve the grasping performance 
by conducting experiment based on the proposed platform to 
compare the performance with that in conditions of visual 
feedback and non-feedback. The remaining parts of this paper 
are organized as follows. Section III presents the rehabilitation 
platform design from both structural aspect and modular
aspect. Experimental methods are presented in Section III.
Section IV demonstrates the results, followed by a discussion
in Section V.
II. REHABILITATION PLATFORM ESTABLISHMENT
To validate the hypothesis of the tactile feedback’s effec-
tiveness on hand grasping rehabilitation, a novel integrated
platform is established locally to support the experiment of
virtual grasping in different feedback conditions.
A. Platform construction
The schematic diagram of the rehabilitation platform is pre-
sented in Fig. 1(a) with a detailed decomposition of the virtual
environment in Fig. 1(b). According to Fig. 1(a), after being
informed about the weight of the target object, the subject
will try to conduct grasp gesture with an empty hand. Then
the sEMG signal caused by the muscle contraction is detected
and processed by an sEMG acquisition module. The output
sEMG intensity is sent to a virtual environment where a virtual
hand and object are set for grasping display. The rehabilitation
process can be switched among three feedback conditions,
none feedback (NF), visual feedback (VF) and electrotactile
feedback (EF), where different feedback information will be
provided to the subject for grasping force control.
Fig. 1(c) presents an experimental setup. Two pairs of sEMG
electrodes are attached on a subject’s forearm of the left arm.
One channel is to extract sEMG signals for grasping force
estimation, and the other one acts as a reference signal for
noise filtering. The subject will contract their arm muscles
when he/she is told or sees an object with a certain weight
and force range of safe holding. Taking the visual feedback
condition for example, when the force bar is lower than the
safe holding range, the subject needs to contract the arm
muscles more by grasping harder, and vice versa for when
the bar is higher than the safe holding range. Consequently,
the sEMG signals generated by muscle contraction will be
detected by the sEMG acquisition module, which outputs the
intensity of sEMG signals to the following modules.
In the condition of NF, the subject will be asked to close
eyes and complete grasps only based on experience. Regarding
the VF condition, the subject is allowed to watch a real-
time grasping animation, a force bar and a deformation bar
displayed via a virtual interface, so that the subject can adjust
the muscle contraction accordingly to try for successful grasps.
The principle of EF is similar to VF, but the subject receives
force feedback according to the electrical stimulation instead
of a visual display. Different levels of electrotactile stimulation
will be generated by the electrotactile stimulator and delivered
to the subject’s right arm via three pairs of electrodes. Thus,
either of VF or EF will close the loop of grasping force control
for the rehabilitation platform.
The close-loop rehabilitation platform is realised by mul-
tiple functional modules developed by us, with the details
introduced in the following section.
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(b) Virtual environment (c) Experimental setup
Fig. 1. Platform construction
B. Functional module description
The rehabilitation platform consists of an sEMG acquisition
module, a virtual hand environment where a fingertip defor-
mation model is implemented and an electrotactile stimulation
module.
1) sEMG acquisition module: A multi-channel sEMG ac-
quisition system (Elonxi Ltd, UK) proposed in a previous
work is utilised to detect the sEMG signal generated from
the subjects arm [29][30]. sEMG signals are the electrical
manifestation of the activity of muscle fibers recorded by non-
invasive electrodes attached on the human skin. The analysis
and interpretation of the sEMG signal can be applied for hand
motion recognition, control of smart prosthetic devices, and
so on. In this study, sEMG signals are used to control the
virtual hand and estimate the virtual grasping force which is
proportional to the intensity of sEMG signals. The employed
sEMG acquisition system has up to 16 channels for sEMG
signal collection which can be applied for gesture classifica-
tion, neuromuscular disease diagnosis, etc. The sEMG signals
are sampled at a frequency of 1 kHz. After the integrated
signal processing, the sEMG acquisition module package and
transmit the value of sEMG intensity to the host computer via
a wireless module. In this study, two channels were employed,
because only the intensity of sEMG signal was needed and no
complex tasks like gesture recognition were involved.
2) Electrotactile stimulation module: Various types of stim-
ulations have been explored to provide tactile feedback in
available research, such as electrotactile feedback, vibrotactile
feedback and mechanotactile stimulation [31]. Compared with
the others, electrotactile feedback has advantages of low power
consumption, lightweight, little noise and the potential to
recover a natural sense.
An electrotactile stimulator (ETS) proposed in our previous
work [32] is employed to provide force feedback in the
rehabilitation platform. The stimulator has up to 16-channel
outputs with adjustable parameters, including the amplitude
(0-100 mA), frequency (1-200 Hz) and pulse width (0-500 µs).
The stimulator can deliver different waveforms of stimulation,
while symmetric biphasic square pulses are chosen as the
output signal. In biphasic waves, negative pulses can neutralize
the charge accumulation on the skin, the polarization effect
caused by positive pulses and prevent the tissue damage [33].
In this study, three channels are used to present 9 levels of
force intensity. The coding scheme will be detailed in Section
III-C.
43) Virtual hand environment: A visual interface of the reha-
bilitation platform as shown in Fig. 2 is designed to conduct 
rehabilitation programme with different feedback conditions 
by integrating the sEMG module and the ETS module. It 
also provides visual feedback by displaying a deformable 
virtual hand, a force bar and a deformation bar. A basic 
hand simulator was applied in the virtual environment [34]. 
It was developed into a human-like hand with deformable 
fingertips during grasping tasks. A ball with adjustable weight 
and rigidity is set as a grasped object for the practice of fine 
force control. A force bar shows the grasping force variation 
and three scales which are the thresholds of contacting, lifting 
and breaking points, while the deformation bar simultaneously 
presents the virtual fingertip’s deformation depth. The trial 
results are displayed in the board of upper-left corner, while 
related statistics are listed in the right.
Fig. 2. Virtual grasping interface
The hand pose, grasping force and the fingertip deformation
of the virtual hand are controlled based on the intensity of
sEMG signals output from the sEMG acquisition module in
real time. With the continual increase of the grasping force,
the fingertip deformation started to change accordingly within
a range of 0-5 mm. To mimic human skin, when the fingertip
skin was pressed to a certain level, the fingertip did not
deform further, although the contact force kept increasing.
A two-hierarchical feedback comprising both grasping force
and fingertip deformation is applied. Specifically, the feedback
strategy is realised in the form of visual feedback and inte-
grated to our virtual platform.
Grasping force estimation lies on the basis of force predic-
tion in [35], which utilises the EMG signals to fit the exerted
force. The model was tuned by the locally captured data of
ten subjects. The deformation model of the virtual fingertip
is designed according to the human fingertip’s biomechanics
investigated in our previous work, which proposed an in vivo
dataset of the human fingertip and a haptics model to predict
the contacting force according to the fingertip deformation
depth [36]. The parameters of the haptics model needed to
be customised individually. However, in this study, the defor-
mation depth of the virtual fingertip needs to be calculated
according to the virtual grasping force which is estimated
based on sEMG signals. Additionally, a generalised model
with extensive suitability is also expected for the application
of the rehabilitation system. Thus, Gaussian mixture regres-
sion (GMR) is introduced to calculate the virtual fingertip’s
deformation.
GMR is a probabilistic regression method which can be
applied based on the parameters of a Gaussian mixture model
(GMM). GMM is a mixture of a sequence of Gaussian
distributions. It is a popular approach to data approximation
and allows for a proper trade-off between the variation of
the training data and model complexity [37]. A D-dimension
Gaussian distribution of a vector x = (x1, x2, ..., xD)
T is
defined by Eq. 1.
p (x) =
1q
(2⇡)D |⌃|
· e  12 [(x µ)T⌃ 1(x µ)] (1)
where ⌃ and µ is the covariance matrix and the mean of the
Gaussian distribution.
In this study, a GMM consists of K components of 2-
dimension Gaussian distributions defined in Eq. 2 is used to
characterise the variations and correlations across the variables
of the aforementioned dataset ⇠i = {⇠f,i, ⇠d,i}Ni=1. The dataset
includes N datapoints, and K is set to 3 given the feature of
the dataset. ⇠f is the contacting force, ⇠d is the deformation
depth of the fingertip, ⇠f,i and ⇠d,i are the corresponding ith
values.
p (⇠) =
KX
k=1
!k · 1
2⇡
p|⌃k| · e  12 [(⇠ µk)T⌃ 1k (⇠ µk)] (2)
where !k is the prior probability (weight) of the kth Gaussian
component, and there is
PK
k=1 !k = 1.
To estimate the parameters of the GMM by maximising the
log-likelihood, the k-means clustering method and the standard
expectation-maximization (EM) algorithm are employed for
initialization and iteration. Consequently, the mean µ and
the covariance matrix ⌃ of the kth Gaussian component are
obtained as Eq. 3.
µk = {µf,k µd,k} ,⌃k =
✓
 f,k  fd,k
 df,k  d,k
◆
(3)
Taking values of ⇠f as query data, the corresponding ⇠f
values are estimated through GMR. The conditional expecta-
tion bµd|f,k of ⇠d,k, given ⇠f , and the estimated conditional
covariance b d,k of ⇠d,k, given ⇠f , can be calculated by Eq. 4.
bµd|f,k = µd,k +  dt,k (⇠f   µf,k) f,kb d|f,k =  d,k    df,k ·  fd,k f,k
(4)
The responsibility  k of the kth Gaussian component for
the estimation of ⇠f and ⇠d is defined as Eq. 5.
 k =
p (⇠f |k)PK
k=1 p (⇠f |k)
(5)
Based on Eq. 4 and Eq. 5, the conditional expectation cµd
of ⇠d, given b⇠f , and the conditional covariance c d of ⇠d, givenb⇠f , can be calculated by Eq. 6.
bµd = KX
k=1
 kb⇠d,k b d = KX
k=1
 2kb⇠d,k (6)
5Thus, the deformation of the virtual fingertip ⇠d in the 
condition of the virtual contact force ⇠f can be estimated and 
is equal to µbd with a constraint of 0-5 mm as mentioned in 
Section II-B3.
In summary, the proposed virtual platform integrates bio-
logical acquisition module, stimulation module, and the inter-
active interface, which enables a broader range of applications, 
such as the biological engineering and virtual reality, although 
it is only employed for hand rehabilitation in this study.
III. EXPERIMENTAL SETUP
The experiment aims to evaluate the impact of electrotactile 
feedback on the rehabilitation process. Definitions of various 
virtual grasp results are given firstly in this section. Then, 
experimental setups of different feedback conditions are pre-
sented, followed by a description of the experimental protocol 
and methods of data analysis.
A. Definition of task success and failure
The fine control of different force levels was realised by
setting different weights of the objects from light, medium to
heavy. Each object was set with a certain grasping threshold
of lifting and breaking. The light object corresponded to the
electrotactile level 2 and level 3, while the medium object to
level 5, level 6 and the heavy object to the electrotactile level
6, level 7 and level 8. Subjects needed to apply proper grasping
forces to hold each object according to its weight.
A successful grasp trial required the subject to maintain the
grasping force between the lifting and breaking points (safe
holding range) for at least 2 s. Otherwise, it was considered
as a failed trial. If the grasping force kept below the lifting
threshold for more than 5 s, the subject failed because of a
no-lift. If the force went beyond the safe range for more than
300 ms, such as exceeding the breaking threshold or dropping
below the lifting threshold, the trial also failed because the
object broke or dropped.
B. Visual feedback setup
The visual feedback was provided by the interface intro-
duced in Section II-B3 and a typical illustration was shown
in Fig. 2. At the beginning of each trial, the virtual hand
maintained an open pose. It began to close and touch the ball
when the virtual grasping force increased from a relaxed state
to the contacting threshold. With the increase in the grasping
force, the object was lifted, held or broke subsequently.
Despite the realised function of visual fingertip deformation in
the virtual environment, a more observable hint is desired for
the purpose of user training. Thus, the hand-object interaction
is also provided numerically by the deformation bar.
Subjects were asked to practice and conduct successful
grasps as many as possible. They received visual feedback
by observing the force bar and deformation bar which rose or
dropped linearly to the virtual grasping force. Subjects could
adjust their muscle contracting intensity to control the grasping
force. After each trial, the system was set to an initial state
with the virtual hand open and subjects relaxed arms.
C. Electrotactile feedback setup
Multi-channel Electrotactile feedback was provided by dis-
criminable modes of electrical stimulation in this study to
provide feedback of the virtual grasping force. A mixed coding
scheme was employed by modulating multiple stimulation
parameters, including amplitude, frequency, pulse width and
a combination with spacial coding. Two to fifteen outputs
were found in existing studies [28]. Considering the cognitive
accuracy and perceptive burden, this study employed 9 stimu-
lation output modes to represent the real-time intensity of the
sEMG signals/grasping force from light to hard. They were
delivered by three pairs of electrodes attached on the subject’s
right arm. Each pair of electrodes delivered three levels of
electrical stimulation from low intensity to high intensity. The
stimulation parameters were modulated individually according
to the subject’s request before the experiment to ensure a
comfortable and identifiable perception of each stimulation
level. A typical coding scheme applied in the experiment will
be provided in Section IV-A. During the experiment, subjects
could to control the grasping force according to the stimulation
levels by adjust their muscle contracting intensity.
D. Experimental protocol
The experiment included three stages, preparation, training
and testing. Before the experiment, the experimental aim and
procedure were explained to the subjects who then signed
the consent form. Ten able-bodied subjects (24-29 years old)
participated in the experiment. The study was approved by the
local ethical committee.
1) Preparation: The goal of preparation was to get subjects
familiar with the rehabilitation system and learn the coding
scheme of the electrotactile stimulation. In the beginning, the
subject was comfortably seated on an armchair and wore two
pairs of sEMG electrodes and three pairs of eletrotactile stim-
ulation electrodes on the left arm and right arm, respectively.
Firstly, the upper limit of sEMG signal intensity was set
by asking the subject to contract their left forearm muscles as
hard as possible for three times. Sixty percent of the average
intensity was regarded as the upper limit of the subject’s sEMG
signal.
Secondly, the stimulation parameters of 9 electrotactile
stimulation levels were determined. An initial setting based on
previous experimental experience was tested on the subject’s
right arm. It would be adjusted according to the subject’s
verbal feedback. If the subject reported any discomfort or
difficulty in distinguishing stimulation levels, the stimulation
parameters would be reduced or increased accordingly until
the subject could identify all the stimulation levels without
discomfort.
Finally, the subject had one minute to experience the
rehabilitation system and conduct virtual grasps freely with
simultaneously visual feedback and electrotactile feedback.
2) Training and testing: The training and testing process
were conducted in three feedback conditions, which included:
a) feed-forward control with no feedback (NF); b) closed-loop
control with visual feedback (VF); c) closed-loop control with
electrotactile feedback (EF).
6• Feed-forward control with no feedback (NF)
During the training process, 3 objects of different weights
were provided to a subject for virtual grasping in a
sequence of object 1 (light), object 2 (medium) and object
3 (heavy). For each object, the subject had one minute
to practical grasping by observing the force bar via the
visual interface. Then, the subject was asked to close
their eyes and perform the virtual grasping attempts based
on their practical experience. After each attempt, the
subject was informed about the grasping result, whether
the object dropped, broke or successfully held, so that
the subject could adjust the arm contracting intensity of
the arm in the next attempt. Finally, the subject would
learn the fine control of force for the object. After the
subject successfully grasped the object twice in a row,
another object would be shown to the subject. The total
number of attempts for each object in training process
was recorded.
In the testing stage, the subject was asked to grasp each
object for 10 times. Different from the training process,
The objects of different weights were presented in a
random order to the subjects during the testing stage.
The experiment in the condition of no feedback was
completed when the subject accomplished the training
and testing on all objects.
• Closed-loop control with visual feedback (VF)
The procedure in this feedback condition was similar to
that of the non-feedback condition, but the subject was
allowed to watch the visual interface. The subject could
perform virtual grasping according to the force bar and
observe the grasping results by himself/herself.
• Closed-loop control with electrotactile feedback (EF)
Different from the other two conditions, a short prepa-
ration needed to be conducted before the training with
electrotactile feedback. The stimulation parameters de-
termined in the preparation stage were presented to the
subject again. On one hand, it would make sure that
the subject could identify each stimulation level and be
happy with the settings. On the other hand, it would
give the subject a second chance to adjust the parameters
if necessary. After the finalisation of the stimulation
parameters, the researcher stimulated the subject with
different stimulation levels randomly and ask the subject
to report the level numbers. The preparation process was
accomplished until the subject correctly answered all
the stimulation levels in a row. The training and testing
experiment with electrotactile feedback was similar with
the experiment with no feedback and visual feedback,
but the subject was asked to close their eyes and could
only tell the grasping force according to the electrotactile
stimulation levels.
The whole experiment for each subject lasted for about
2 hours. Subjects might experience muscle fatigue during
the training and evaluation process due to the attempts of
contracting arm muscles and the electrotactile stimulation.
To avoid discomfort and the interference of muscle fatigue,
subjects were free to take a rest at any time during the
experiment. For both training process and testing process,
the attempt result (success/failure), grasping force and time
consumption in each attempt for every object were recorded
for the evaluation of different feedback conditions.
E. Data analysis criteria
The rehabilitation performance was evaluated by the follow-
ing criteria. An initial data processing such as the elimination
of the maximum value and the minimum value was conducted
before the result analysis.
1) Number of attempts: The number of attempts is the
number of grasping trials before the subject successfully
grasped an object twice in a row. This also includes the total
number of attempts which were required during the training
stage. The number of attempts is used to evaluate how fast
the subject could learn the fine control of force in different
feedback conditions, and how long the training process took.
2) Duration of Training: The duration of training is the
sum of each attempt’s duration time for each object in the
training process. As a complementary value to the number of
attempts, the duration of training also aims at the quickness
of the training progress.
3) Duration of an attempt: The duration of an attempt is
the average time consumed on each attempt during the testing
stage. It is used to evaluate the subject’s operation speed of
the virtual grasp.
4) Success rate: The success rate is the percentage of the
successful grasps (without slip or breaking) during the testing
stage. The success rate was to evaluate the rehabilitation
performance.
IV. RESULTS
A. Setting of parameters
The transient upper limit of the sEMG signal’s intensity
varied with individuals from 400±600. Considering that the
subject was required to hold muscle contraction for several
seconds, the long-lasting upper limits of subjects were also
tested, and they presented little difference with an average of
210.
In contrast, there was a huge individual difference of the
settings on electrotactile stimulation parameters because of a
different sensitivity to electrical stimulation among subjects.
Table I demonstrates two typical coding schemes tested in
the experiment. The values to the left of slashes belong to
a subject who was sensitive to electrotactile stimulations of
lower intensity, while the values to the right of the slashes
belong to another subject who could recognise electrotactile
stimulations of higher intensity. The preparation and testing of
suitable parameters cost about 30-40 minutes on each subject
to ensure a comfortable and effortless perception of the 9
stimulation levels.
B. Number of attempts (NoAs)
The average number of attempts (NoAs) per object in dif-
ferent conditions are shown in Figure. 3(a). When grasping the
lightest object, the subjects’ learning performance in different
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CODING SCHEME OF ELECTROTACTILE FEEDBACK
Stimulation parameter Amplitude
(mA)
Frequency
(Hz)
Pulse width
(us)
Channel 1
Level 1 3 / 3 10 / 10 50 / 180
Level 2 2 / 2 30 / 61 50 / 50
Level 3 2 / 2 45 / 62 70 / 50
Channel 2
Level 4 2 / 3 10 / 10 40 / 180
Level 5 2 / 2 25 / 60 40 / 50
Level 6 3 / 2 35 / 61 60 / 45
Channel 3
Level 7 1 / 3 10 / 10 20 / 160
Level 8 1 / 2 20 / 56 20 / 60
Level 9 1 / 2 35 / 58 20 / 100
feedback conditions was similar. Across the objects, subjects
spent comparable NoAs in VF and EF conditions. However,
it took approximately twice NoAs to grasp a heavier object
(medium, heavy) in NF condition comparing with the NoAs
of the other two conditions. The overall average NoAs across
conditions as shown in Figure. 3(b) also indicate the same
information that the VF and EF help to save about half NoAs
comparing with the training in NF condition.
C. Duration of training (DoT) and Duration of an attempt
(DoaA)
The average duration of training (DoT) as shown in Fig.
4 presents a similar trend with the NoAs in Fig. 3(a). It is
reasonable that the DoT is positively correlated with the NoA.
The DoT of three feedback conditions were similar when
grasping the light object. The VF and EF conditions spent
less than 60% of the training time of the NF condition when
grasping the medium object and the heavy object. Additionally,
the VF and EF showed a more consistent performance than
the NF condition given the smaller standard deviations.
Fig. 5 presents the average duration of an attempt (DoaA) in
different feedback conditions during the testing process. The
conditions with feedback (VF and EF) took a longer duration
to accomplish one attempt than the condition of NF. The
condition with EF shows the longest DoaA and the largest
standard deviation, while the condition with NF shows the
least.
D. Success rate (SR)
The average success rates (SRs) across different objects and
feedback conditions are shown in Fig. 6(a). It can be seen
that the SRs of both EF and VF outperform those of NF. The
SR in EF condition is comparable with that in VF condition
when grasping object 1 (light) and object 2 (medium) and is
even observably higher than the SR in the condition of VF
when grasping object 3 (heavy). Fig. 6(b) presents the overall
average SR of each condition. Grasping with EF shows the
highest SR, and the standard deviations in different feedback
conditions are comparable.
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V. DISCUSSION AND FUTURE WORK
A. Discussion
The numerical results acquired from the experiments on ten
subjects indicate that both visual feedback and electrotactile
feedback contribute to an improved training efficiency and
grasp control performance. A plausible explanation is that the
incorporation of a feedback module provides a reference for
users to adjust their voluntary effort of grasp in comparison
with the open-loop control and results in an improved hand
grasp in the virtual environment for rehabilitation in terms
of the number of attempts, duration of training and success
rate. The average number of attempts is the trials required
for a success of grasp in the training process, which reflects
the learning rate of the users when equipped with different
feedback strategies. The absence of a proper feedback module
brings about the need for a great number of attempts in
training. The heavy training burden without a proper feedback
is also revealed by the duration of training when compared to
settings with the other two strategies adopted. Both visual and
electrotactile feedbacks reduce the required trials by half of the
requirements in an open-loop control. Thus the burden of user
training is largely reduced, which potentially contributes to a
favourable choice by users and the rehabilitation therapists.
For example, an average of 2 hours is demanded in our
experiments for each subject, most of which is occupied
by the training without feedback modules. A replacement
of the absent feedback module by either visual feedback
or electrotactile feedback is capable of alleviating the time-
consuming training burden.
It can be seen from the experiments that the average time
of an attempt with feedback is longer than that of an open-
loop control, although an improved efficiency is provided by
the incorporated feedback. This phenomenon is in accordance
with the intuitive understanding that users would conduct
straightforward hand grasps without adjustment of their force
exertion, which in turn leads to an inferior adaptation to the
inevitable variation of muscle contraction during a maintained
grasp. As a result, the lack of such a process in conventional
grasp control leads to a reduced delay yet with a compromised
performance. The increase of the average time of an attempt
in a closed-loop control is possible due to the guided self-
correcting process, which is perceptive and involves the users’
voluntary effort in accommodating the dynamic difference
between exerted grasp force and desired force. Moreover,
despite the negligible delay introduced by the self-correcting
process, the usability of the control process is largely im-
proved together with the implicitly improved efficacy, which
is partially reflected by a better success rate. A significant
improvement of the success rate of grasping 3 objects is
seen by an average increase of nearly 15% and 17% for the
visual feedback and electrotactile feedback, respectively. The
improved success rate is in line with supporting and shortening
the pathway to grasp control in real life. In summary, both
visual and electrotactile feedbacks outperform the open-loop
control according to the numerical metrics of grasp evaluation
in the whole training and testing phases, while the visual one
is more favoured. The force can be controlled in a more stable
9and successful scheme, because of the continuous variation of 
grasp force according to the numerical hints provided by visual 
feedback.
Despite that the fact that visual feedback shows superior 
performance with the least number of attempts and the least 
duration of training among three candidate feedbacks, it is 
not practical to utilise the visual hints in clinical applications 
such as a force bar and a deformation bar to indicate the 
real-time grasping force. Furthermore, the concentration of 
users during their prosthesis and virtual hand manipulation is 
mostly confined to the hand-object interaction without spare 
capacity left for the visual hint observation. As a result, the 
application of visual feedback is strongly restricted to a lab-
oratory environment for its non-perceptive nature. Regardless 
of some degraded metrics in comparison with visual feedback, 
the electrotactile feedback remains a promising and effective 
way to provide proper feedback, considering its feasibility in 
reality and the comparable performance with visual feedback. 
Let alone the clinical feasibility, an even better success rate is 
observed on electrotactile feedback in our experiments, which 
is possibly attributed to a more effective self-correcting process 
with the prioperception of the hand involved.
In our research, not only the average performance across 
multiple subjects is concerned, the variation that resides within 
grasping different objects is also depicted in the experiment 
results. An intuitive conclusion is that the control of grasping 
a light object is easier for the users with less training time 
required yet better success rate. An exception is observed in 
the electrotactile feedback incorporated heavy object grasp. 
A better control of grasping the heavy object instead of the 
medium weighted object is captured as shown in Fig. 6(a). A 
potential cause of this result could be the perceptive nature 
of electrotactile stimulation rather than the numerical hint 
given by visual feedback. The adjustment of hand grasp force 
between a certain interval with quantitative feedback allows 
the control without abrupt changes. A large grasp force tends 
to require more intense muscle contraction, which is not as 
stable as the light contraction to exert small grasp force. 
As a result, the prioperception based electrotactile feedback 
control of grasping a heavy object with a larger force shows 
an improvement in terms of success rate.
B. Future work
In addition to the time-consuming process of user training,
the testing of suitable stimulation parameters in preparation
stage cost quite long time of almost 1/3 of the whole experi-
ment duration, which is due to the huge individual difference
of sensitivity to electrotactile stimulation. For example, during
the experiment, we found that subjects seem to be much
more sensitive to the change of frequency than amplitude and
pulse width. A modulation method is expected to simplify the
preparation process to save time. Furthermore, the intensity of
perceived sensation is not linearly mapped to the stimulation
intensity. When the stimulation intensity exceeded a certain
level, a subject reported a less intensive perception. To solve
this problem, it is necessary to investigate the effect of
different stimulation parameters on subjects.
In the current work, only able-bodied subjects were engaged
in the grasp control test. Though the high success rate of hand
grasps preliminarily verified the feasibility of electrotactile
feedback in hand rehabilitation, a discrepancy of physiological
conditions may remain between the able-bodied subjects and
limb-impaired subjects. Thus, a further evaluation of the
electrotactile feedback on targeted subjects with amputation
or motor function impairment will be conducted in our future
work to validate its clinical usability. Let alone the emphasis
on broadening the candidate subjects involved, the proposed
virtual platform will be further expanded into a multifunctional
system covering a large spectrum of motor function rehabilita-
tion applications by incorporating more constraint properties
in hand motion tasks. For example, the sEMG based finger
joint angle estimation can be introduced into the rehabilitation
platform to train the subject’s voluntary control of individual
finger movements.
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